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Introduction 
Thank you for purchasing our Detecto 
Rescue Medical Cart.  It has been 
manufactured with Detecto quality and 
reliability.  
 
 
Attention 
1. Please read this User Guide before 

using product. 

2. The correct ways to safely use this 
product are provided by this User 
Guide. 

3. This User Guide lists attention points 
when you are using this product.  If 
you miss the attention points and use 
incorrectly, it is possible to get hurt or 
damage this product. 
 
 

Precautions 

 
 

 

 

 

 

  

 

Incorrect use of this cart can result in 
serious injury to operator and/or damage 
to the cart. 

WARNING

!      ATTENTION

X      PROHIBITED 
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Safety Precautions 
 
 
 
 
 

  
  
  
  
 
 
 
  

WARNING 

! It is recommended to use 75% alcohol or a 
neutral detergent to clean cart. 
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Rescue Cart Accessories 
 

 

Tool & Accessory Package (Standard) 

 
  
Installation of caps 
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Push Handle 

 
   

Flat washer 
6x16Lx1.5T 
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Removal of Drawer 

  

 
 
 
 
  

 Pull out a drawer.  Push release levers in middle of 
both slides, one up and one down. 
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Optional Side Accessories 
  
A. Side Rail 

  

 
B. Oxygen Tank Side Rail 
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A. B. Attaching Rails 
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C. Catheter Holder 

 
D. Glove Box Holder 

 
E. Bottles Holder 

 
F. Multi Bin Storage Basket 

 
G. File Holder 
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H. Document Holder 

 
I. Waste Container w/Lid 

 
J. Sharps Container Holder 
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K. Oxygen Tank Holder 
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Optional Back & Top Accessories 
 
A. CPR Cardiac Board & Hooks 
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B. Defibrillator Shelf 

  

Maximum Load 
15 kg / 33 lb 
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C. IV Pole 
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D. Accessory Bridge - CABB 

  
  



 18 

E. Tilt Bins Organizer 

 

  
  

#6 

CAB12 

CAB05

#1 

CAB12 ‐ Remove 
drawers (#1 & #6) 

#5 

#1 

CAB05 ‐ Remove 
drawers (#1 & #5) 
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Drawer Divider System 
Maximum Load 

10 kg / 22 lb 
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